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Liquid biopsies have long promised to enable what a solid-
tumour biopsy could not—namely, early detection and mini-
mally invasive sampling of a cancer and its metastases to guide 

personalized treatment. In particular, CTCs and circulating tumour 
DNA have shown great promise because they can provide key 
insights into tumour burden, prognosis and treatment response1,2. 
Yet, despite years of research, liquid biopsies have not achieved 
widespread clinical adoption because the scarcity of these circulat-
ing biomarkers precludes existing methods from isolating adequate 
numbers. While there may be hundreds or thousands of CTCs in 
the blood of a patient with cancer, a 5–10-ml blood sample (which 
represents just ~0.1% of the total blood volume) often contains only 
a handful of CTCs3. These numbers are inadequate to comprehen-
sively profile a molecularly heterogeneous cancer and its metasta-
ses for drug-resistance mutations1,3–5. Furthermore, culturing CTCs 
to assess drug sensitivity for tailored therapy can require isolating 
tens to hundreds of cells4,5; therefore, culturing is not typically fea-
sible until the advanced stages of disease, when interventions are 
less effective. Finally, very low CTC levels may lead to false negative 
results from a standard blood sample, especially in early cancer or 
recurrence6. Strategies for harvesting far more CTCs and other rare 
blood biomarkers are required to address these challenges so that 
their clinical utility can be realized.

Processing large blood volumes (hundreds of millilitres or even 
litres) could enable earlier detection of rare CTCs and provide far 

more CTCs for these analyses. However, there are practical limits 
to the amount of blood that can be drawn from a patient. Moreover, 
current technologies that have greatly optimized CTC capture and 
detection, including the US Food and Drug Administration (FDA)-
approved CellSearch, the CTC-iChip and other microfluidic-based 
immunomagnetic separation technologies7–17, are designed to pro-
cess relatively small sample volumes (a few millilitres). There are 
significant challenges to scaling in vitro technologies for the high-
throughput isolation of CTCs. Extracorporeal circuits, such as in 
dialysis and apheresis, are capable of processing litres of blood18,19, 
but require interfacing the patient with a large, expensive machine, 
constrain mobility, risk complications and still necessitate consid-
erable post-processing to isolate CTCs. Another technology, the 
Gilupi CellCollector, circumvents apheresis by introducing an anti-
body-coated rod into a blood vessel for passive immunocapture of 
CTCs in flow20. However, CTC capture with this device is modest, 
probably because there is no mechanism for attracting flowing cells 
to the rod. Radical solutions are needed that move beyond incre-
mental improvements to existing liquid biopsy strategies.

Here, we present a technology for the in vivo immunomagnetic 
enrichment of rare biomarkers such as CTCs (Fig. 1). The MagWIRE 
(magnetic wire for intravascular retrieval and enrichment) is a self-
contained magnetic wire that achieves high local-field gradients along 
its entire length to efficiently capture targets that have been labelled 
in the blood with injected antibody-coated magnetic particles (MPs), 
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similar to the FDA-approved Feraheme21. The MagWIRE’s small 
diameter, flexibility and biocompatible plastic sheath enable it to be 
easily introduced into and retrieved from a superficial blood vessel 
to magnetically capture labelled biomarkers from the subject’s entire 
blood volume. The magnets can then be displaced from the MagWIRE 
sheath to elute the bound targets into buffer for downstream analyses. 
We evaluate the MagWIRE’s ability to enrich and retrieve model CTCs 
at physiologically relevant cell concentrations in both closed-loop and 
single-pass flow systems, as well as in vivo in a porcine model.

Sampling rare cells and nucleic acids from the entire blood vol-
ume can transform our ability to investigate a patient’s disease by 
providing ample biomarkers for analyses. Consider the total num-
ber of CTCs (N) that can be captured by the MagWIRE, as described 
by equation (1):

= × ×N C V E (1)

where C is the CTC concentration, V is the total blood volume pro-
cessed and E is the percentage capture efficiency. At a CTC con-
centration of 1 cell ml–1, a 5- ml blood sample would yield at most 
5 CTCs. By comparison, in 1 h, most of the patient’s blood volume 
(~5 litres) can circulate through a 2–3-mm diameter vein past the 
MagWIRE20. Then, even a capture efficiency of only 5% yields 
250 CTCs (N =  1 ×  5,000 ×  0.05), a 50-fold improvement.

results
MagWIRE design. A particle in a magnetic field experiences a 
magnetic force, as described in equation (2):

= × ∇F m B (2)m

where m is the magnetic moment of the particle and ∇ B is the 
magnetic field gradient. The MagWIRE’s design allows a simple 
string of small, cylindrical neodymium magnets—here, 60 units 
totalling 6 cm in length—to produce a large magnetic field gradi-
ent and attractive force. Importantly, each unit is magnetized across 

its diameter, such that a lengthwise alignment results in alternat-
ing magnetic polarities (Supplementary Fig. 1). As a result, the 
surface magnetic flux density B (~1 T) (Supplementary Fig. 1) and 
field gradient ∇ B (Fig. 2a, left) remain relatively uniform along the 
entire length of the wire. Compared with a magnetic arrangement 
of non-alternating polarity, in which field gradients are localized 
only at the ends (Fig. 2a, right), the MagWIRE maximizes the vol-
ume that is subjected to a high gradient for efficient cell capture. 
The magnetic gradient approaches 10,000 T m–1 close to the surface 
of a 0.75 mm diameter MagWIRE, and remains > 100 T m–1 at the 
wall of a 2.4-mm diameter vessel (Fig. 2b). Such high gradients are 
typically achieved over only micrometre-scale distances by coupling 
magnetic sources with fine mesh-like structures22–24, which could be 
thrombogenic if implanted. Without such coupling, most magnetic 
separation devices achieve gradients < 100 T m–125,26.

A particle attracted to the MagWIRE by a magnetic force Fm expe-
riences an opposing fluidic drag force described by equation (3):

η= πF a v6 (3)d

where η is the viscosity of the medium, a is the particle diameter and 
v is the relative velocity at which the particle approaches the wire. 
To be captured, a particle must traverse the radial distance to the 
wire surface before the blood flow carries it past the wire’s length 
(Supplementary Video 1). For different blood flow velocities, we 
performed computational simulations in COMSOL to determine 
the critical dimensions at which 90% of MP-labelled cells are cap-
tured from flowing blood, conservatively estimating 100 MPs per 
cell (Supplementary Notes). Fixing the MagWIRE length at 6 cm, 
we determined the critical distance from the wire, which can be 
considered the optimal vessel size (Fig. 2c). For example, a 0.75-mm 
diameter MagWIRE has a critical distance of 0.8 mm at a physiolog-
ically relevant flow rate of 5 cm s–1. Thus, it can attract cells near the 
walls of a 2–3-mm diameter vein without occluding the lumen. To 
adjust for more rapid blood flows in the same vessel, the functional 
end of the MagWIRE can simply be lengthened (Fig. 2d).
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Fig. 1 | Schematic of the MagWIrE concept. (i) Antibody (Ab)-coated MPs are injected to immunomagnetically label rare analytes in the blood; in this 
case, CTCs. (ii) The flexible MagWIRE, composed of magnetic units with alternating polarity, is introduced through an intravenous catheter to collect and 
enrich MP-bound cells on the wire as the entire blood volume circulates past (approximately over 1 h). In principle, the patient could move freely after MP 
injection and MagWIRE placement, and return 1 h later for its removal. (iii) The MagWIRE is removed from the vein and the magnets are displaced from 
their biocompatible plastic sheath, leaving the captured cells on the sheath for elution, ex vivo cell culture and downstream molecular analysis. RBC, red 
blood cell. Ct, threshold cycle.
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Magnetic enrichment of viable CTCs in a closed-loop system. 
We first modelled intravascular magnetic enrichment in a closed-
loop circulation set-up (Fig. 3a). Our tubing inner diameter of 
2.38 mm and flow rate of 2 cm s–1 reflect physiologically relevant 
flows and shear stresses in superficial veins such as the cephalic 
vein of the arm27,28. To model CTC capture, we targeted H1650 
non-small cell lung cancer (NSCLC) cells with 1-μ m superpara-
magnetic iron oxide particles (Dynabeads) coated with antibod-
ies against epithelial cell adhesion molecule (EpCAM). EpCAM is 
commonly expressed on the surface of CTCs of epithelial origin, 
such as H1650, but not on blood cells, facilitating selective and  
efficient enrichment29.

After introducing the MagWIRE into a closed-loop circulation 
system of cells and anti-EpCAM MPs for 10 min, the MagWIRE 
was found to be coated along its entire length by MPs (Fig. 3b; 
Supplementary Video 2) and, as expected, fluorescently labelled 
cells demonstrated a similar distribution (Fig. 3c). MPs and cells 
are expected to deposit on surfaces of constant magnetic energy 
density 

μ
B
2

2

0
, where μ0 is the vacuum permeability of free space30, and 

this pattern was confirmed by fluorescence microscopy (Fig. 3d; 
Supplementary Fig. 2). By comparison, cell coverage of the com-
mercially available Gilupi CellCollector within the same closed-
loop system was qualitatively sparse (Supplementary Fig. 3B).

To quantify the MagWIRE’s potential for CTC capture in ideal 
labelling conditions, we prelabelled cells with MPs and spiked them 
into circulating buffer before introducing the MagWIRE. After 
10 min, we captured an average of 37 ±  18% (25–58%) of prelabelled 
cells spiked at concentrations of 10, 100 and 1,000 cells ml–1, con-
firming that cells can be magnetically enriched at physiologically 
relevant concentrations31 (Fig. 3e). When capturing non-EpCAM-
expressing human fibroblasts or using a non-magnetic wire, only 

0.6% and 0.1% of cells were captured at the highest cell concentra-
tion tested, respectively (Fig. 3e). Thus, nonspecific binding of cells 
to MPs or to the plastic sheath is minimal.

Since we introduced low cell concentrations, conventional hae-
mocytometry was insufficiently sensitive for cell enumeration. 
Additionally, because genomic characterization of CTCs is criti-
cal to their clinical utility, we chose to calculate capture efficien-
cies by extracting genomic DNA and performing quantitative PCR 
(qPCR) with a standard curve of known cell numbers. We targeted 
the epidermal growth factor receptor (EGFR) exon 19 deletion  
(Δ E746-A750), which is commonly tested in NSCLC for drug sensi-
tivity32. Our magnetic labelling does not interfere with the genomic 
analysis (Supplementary Fig. 4), allowing us to accurately quan-
tify small numbers of captured cells, even from concentrations of 
10 cells ml–1. Furthermore, we tested the effects of MP labelling and 
magnetic capture on transcriptomic profiles for a set of 770 cancer-
related genes and found high concordance correlation coefficients 
(ρc >  0.98) when comparing overall expression profiles of both of 
these groups relative to unlabelled control cells. Moreover, only 
~4% of genes in both groups showed significant changes at a false 
discovery rate of < 0.05, with 97% exhibiting a less than threefold 
difference in expression (Supplementary Fig. 5A–C). A single-cell 
analysis of putative CTC markers in NSCLC (vimentin (VIM), 
aldehyde dehydrogenase (ALDH) and MET) also revealed simi-
larity in expression profiles for both VIM and MET, with a down-
regulation of ALDH expression potentially in response to cell stress 
(Supplementary Fig. 5C).

Encouraged by our capture of prelabelled cells, we proceeded to 
perform experiments that simulated in vivo CTC labelling, in which 
MPs are introduced into circulation to postlabel cells in flow for 
10 min before MagWIRE placement. The MagWIRE captured 97%  
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Fig. 2 | Numerical simulations of the magnetic properties of a MagWIrE segment. a, Comparison of magnetic field gradient ∇ B between different 
magnetic orientations (black arrows point north). The alternating orientation (left) generates high gradients and magnetic forces (red arrows, scaled 
logarithmically) to attract MPs along the entire length, while the non-alternating orientation (right) only localizes gradient and force at the ends. b, The 
gradient decays radially outward from the MagWIRE surface. For a given radial distance, multiple points are sampled along the length of the magnet 
(dots), and the logarithmic fit is shown (lines). The alternating polarity configuration (red) outperforms the axial configuration (black) by orders of 
magnitude. c, The critical distance (Dc) is the radial distance from a MagWIRE (with a predefined length) at which 90% of MPs (open circles) or MP-
labelled cells (filled circles) can be captured in blood flowing at a given velocity, assuming 100 MPs are bound to a cell see (Supplementary Note ‘MP-
labeling estimate’). The simulated MagWIRE is 6 cm long and 0.75 mm in diameter, and the corresponding vessel size is shown on the right axis. As the 
blood flow velocity increases, the MagWIRE’s critical capture distance decreases. d, The critical length (Lc) is the length of a MagWIRE (with a predefined 
diameter) at which 90% of MP-labelled cells are captured in blood flowing at a given velocity. The simulated MagWIRE is 0.75 mm in diameter and the 
vessel is 2.4 mm in diameter. At a constant vessel size, as the blood flow velocity increases, the critical length of the MagWIRE increases. The red circles 
represent values relevant to the experimental data presented below.
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of introduced MPs (Supplementary Fig. 6), and 56 ±  25% (41–85%) 
of cells postlabelled in buffer across all cell concentrations (Fig. 3e). 
This result suggests that cell capture in continuous circulation is 
not limited by magnetic forces or by MP–EpCAM binding in flow. 
Magnetic enrichment was similarly effective when closed-loop exper-
iments were performed in whole human blood, despite its 3–4 times 
greater viscosity33, with capture efficiencies of 49 ±  8% (34–55%) for 
prelabelled cells, and 37 ±  4% (33–40%) for postlabelled cells (Figs. 3f 
and 5). These cells remained viable after elution, proliferating in cell 
culture at a similar rate to unlabelled cells and labelled cells without 
MagWIRE exposure (Fig. 3g; Supplementary Notes).

Capture efficiencies were not significantly different across label-
ling conditions or medium (Fig. 5), but the wide range of variances 
are likely due to variable EpCAM expression combined with the sto-
chasticity of low cell numbers (50–5,000). We observed that EpCAM 
levels varied considerably across cells within a passage, and that 
cells in advanced passages acquired a more mesenchymal pheno-
type associated with a downregulation of EpCAM (Supplementary 
Notes; Supplementary Fig. 7), which could affect the extent of MP 

labelling. However, multiplexed targeting of other tumour-associ-
ated surface markers, such as E-cadherin, N-cadherin, HER2 and 
EGFR, can be harnessed to increase capture rates3,34,35.

Rapid cell labelling and localized magnetic capture. While the 
MagWIRE system can be adapted to many rare blood biomarkers, 
we pursued a unique labelling approach for in vivo CTC capture. In 
our original concept (Fig. 1), MPs are administered as a single bolus 
to bind biomarkers systemically before the MagWIRE is inserted. 
In our modified approach (Fig. 4a; Supplementary Video 3), we 
maintain a high MP concentration only in a local area immediately 
upstream of the MagWIRE to rapidly label and capture targets in a 
single pass. In practice, a patient would receive a steady infusion of 
MPs, delivered through a portable syringe pump to maintain mobil-
ity, over the course of ~1 h.

We pursued this single-pass method for the specific case of in 
vivo CTC capture because CTCs have a short half-life, on the order 
of minutes to a few hours, due to capillary filtration and apopto-
sis31,36. While a systemic, continuous circulation method would 
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inefficiently utilize MPs by labelling all CTCs, many of which are 
cleared before the MagWIRE is introduced, this localized strategy 
only labels CTCs that will immediately pass by the MagWIRE. 
Additionally, while systemic labelling would require using smaller 
(< 100 nm) MPs for longer circulation times37, the single-pass 
method allows us to use larger (1 µ m) MPs, which attain greater 
magnetic moments, for more efficient CTC capture31,36 (Table 1).

To evaluate this method, we modified the closed-loop system 
to have separate inlet and outlet reservoirs (Supplementary Fig. 8).  
Experiments revealed that the majority of capture occurs on the 
first pass by the MagWIRE. Prelabelled cells that passed by the 
MagWIRE only once were captured with an average efficiency 
of 31 ±  13% (22–46%) in buffer (Fig. 4b) and 56 ±  16% (39–70%) 
in blood (Fig. 4c) compared with 37 ±  18% and 49 ±  8% capture, 
respectively, in continuous flow, wherein cells passed by approxi-
mately ten times (Fig. 5). Again, maximum capture efficiency is 

probably limited by EpCAM expression, such that highly express-
ing cells are densely labelled and immediately captured while cells 
with low EpCAM expression are never captured, as confirmed by 
microscopy inspection (Supplementary Fig. 7). We recovered more 
than 96% of MPs on the first pass (Supplementary Fig. 6), which 
would limit systemic exposure and any potential toxicity in vivo.

After observing that the single-pass method did not significantly 
diminish capture efficiency, we investigated its effect on labelling. 
Cells were postlabelled in flow by infusing MPs 15 cm upstream of 
the functional end of the MagWIRE, a sufficient distance to posi-
tion both catheters within a patient’s forearm. An average of 15 ±  6% 
(9–20%) of cells in buffer and 10 ±  5% (6–16%) of cells in blood 
were both labelled and captured by the MagWIRE on a single-pass, 
approximately one-quarter of the yield from postlabelling in con-
tinuous flow (Figs. 4b,c and 5). The observation that a quantifiable 
fraction of cells were labelled by MPs rapidly enough (< 10 s) to 
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be captured by the MagWIRE is intriguing. We theorize that the 
fast binding kinetics are due to the very high local concentration 
of MPs in the infusion zone, which ensures that passing cells are 
surrounded by MPs at very short diffusion distances. Furthermore, 
fast magnetic transport of MPs in the radial direction as they flow 
over the MagWIRE can drive many more MP–CTC collisions than 
would occur by diffusion alone (Supplementary Notes). Although, 
as expected, capture of postlabelled cells is decreased compared 
with prelabelled cells due to their short residence time in the 

MP-rich environment, this localized method utilizes MPs more effi-
ciently than a systemic approach. When CTC capture is integrated 
over time and volume, even relatively low capture efficiencies can 
achieve a manyfold increase in CTC yield (equation (1)).

We then quantitatively compared the MagWIRE’s performance 
with the Gilupi CellCollector in our closed-loop system under 
identical flow conditions: the CellCollector was inserted in place of 
the MagWIRE and blood containing 5 ×  105 fluorescently labelled 
cells (and no MPs) was circulated for 30 min. Only ~7–9 cells were 
counted on the functionalized tip of the CellCollector, a capture 
efficiency of 0.0016 ±  0.0003% (Supplementary Fig. 3A). Thus, the 
MagWIRE achieves a ~6,000-fold improvement in capture efficiency 
over the CellCollector in blood within our closed-loop system.

CTC capture in an in vivo porcine model. We next demonstrated 
in vivo cell capture with the single-pass method in a live Yorkshire 
pig. The Yorkshire auricular vein is similar in accessibility and size 
to human cephalic veins, making it an ideal choice for an in vivo 
proof-of-principle experiment. Given the challenges of generat-
ing a porcine tumour model by mutagenesis to probe endogenous 
CTCs31, we locally injected exogenous cancer cells to mimic steady-
state CTC concentrations. We infused 2 mg of MPs and between 
2,500 and 10,000 cells over the course of 1 min through two sep-
arate catheters in the auricular vein upstream of the MagWIRE  
(Fig. 4d). Estimating a blood flow of 20 ml min–1 in the auricular 
vein (Supplementary Notes), an infusion of 2,500 cells over 1 min 
corresponds to a local concentration of ~100 cells ml–138. Even after 
removal from a tortuous vessel, the MagWIRE was visibly coated 
with MPs (Fig. 4d). We captured cells with efficiencies ranging 
from 1 to 8% for 2,500–10,000 cells (Fig. 4e), which corresponds 
to a 10–80-fold enrichment compared with a 5-ml blood draw  
(equation (1)). A non-magnetic wire did not capture any cells, 
again confirming capture specificity. These in vivo capture effi-
ciencies represent a ~500–5,000 fold improvement over the Gilupi 
CellCollector’s efficiency (0.0016 ±  0.0003%).

While these results translate to dramatic increases in CTC 
enrichment, they may still underestimate the capture efficiencies 
attainable in humans. For instance, the porcine ear is a highly vascu-
larized structure with numerous collateral vessels (Supplementary 
Videos 4 and 5), meaning that not all beads and cells injected in the 
selected vein necessarily pass by the MagWIRE. While 96% of MPs 
were captured in vitro, only ~34% on average were captured in vivo 
despite a similar flow velocity and vessel size, suggesting that actual 
capture efficiencies are effectively threefold higher. In addition, the 
iodinated contrast agent used to visualize the MagWIRE by fluo-
roscopy before each trial is viscous and sticky, and accumulation 
within the vein after several trials could have caused cells and MPs 
to adhere to the vessel wall. Moreover, our set-up requires an addi-
tional catheter for exogenous CTC delivery—not needed in the case 
of endogenous CTC capture—which may contribute to vein irrita-
tion and clamping that could promote collateral escape of injected 
cells. While our trials exhibited substantial variability, this is at least 
in part due to short enrichment times (1 min). In humans, enrich-
ment would probably take place over the course of 1 h to sample the 
entire blood volume, with the prolonged integration time reducing 
capture variability. An added limitation of the porcine ear model is 
that the auricular vein is relatively short, providing little time for 
MP labelling of cells, which is critical for high efficiency capture 
by the MagWIRE. By contrast, the major superficial veins of the 
human arm are much longer, potentially facilitating improved cell 
labelling and better capture efficiencies.

MP safety in vivo. While pigs in this study exhibited no untoward 
reactions to the MPs, these MPs differ in size and surface modi-
fication from existing FDA-approved MPs, such that their safety, 
toxicity and pharmacokinetic profiles must be independently  

Table 1 | Comparison of continuous versus single-pass 
MagWIrE enrichment

Continuous flow Single-pass

Biomarkers Longer half-life: circulating 
tumour DNA48, exosomes, 
protein

Shorter half-life: CTCs

MPs Longer circulation half-
life: small PEGylated 
nanoparticles

No requirement; larger 
(micrometre-sized) MPs 
can be used

Advantages Longer labelling time and 
improved yield. Single bolus 
injection of the MPs

Decreased systemic 
exposure to the MPs

The MagWIRE system can be adapted to enrich different biomarkers, and the choice of labelling 
method should be guided by the properties of the desired biomarker and MP.

80

60

40

20

0

C
ap

tu
re

 e
ffi

ci
en

cy
 (

%
)

NS

NS

NS

NS*

*

Buffer Blood

Continuous Single pass

Prelabel Postlabel Prelabel Postlabel

Fig. 5 | Capture efficiencies for two uses of the MagWIrE: continuous 
versus single-pass flow. In continuous flow, there is no significant 
difference in capture efficiency with respect to whether the cells are 
prelabelled with MPs or labelled in flow (P =  0.20). Furthermore, the 
MagWIRE performs equally well in the more viscous environment of blood 
(prelabel: P =  0.34; postlabel: P =  0.20). MagWIRE capture rates do not 
change significantly when prelabelled cells are only allowed to pass by the 
MagWIRE once (buffer: P =  0.52, blood: P =  0.20). However, the shortened 
labelling time (~10 s versus 10 min) causes postlabelled capture efficiencies 
to drop in single-pass flow (buffer: P =  0.025; blood: P =  0.004). While 
higher average capture efficiencies are achieved with continuous flow, 
the single-pass case allows rapid capture of large biomarkers with short 
circulating half-lives, and minimizes systemic exposure to MPs. Data were 
averaged across experiments with cell concentrations of 10, 100, and 
1,000 cells ml–1 (mean ±  s.e.m., n =  6 independent experiments, see section 
‘Statistics and reproducibility’). NS, P >  0.05, *P <  0.05, calculated by 
Mann–Whitney test. The 95% confidence intervals for each bar (from left 
to right) for continuous flow are as follows: 23.1–51.2%, 33.5–54.6%,  
35.6–73.6% and 33.6–41.9%. The 95% confidence intervals for each  
bar (from left to right) for single-pass flow are as follows: 18.4–46.1%, 
41.4–70.9%, 10.3–20.5% and 6.2–14.3%.
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investigated for FDA approval and application to human health. 
In this vein, we conducted a pilot toxicity study in mice using 
intravenously injected MPs at 15-fold the dose (25 mg kg–1) pro-
posed herein, and examined the mice for changes in appearance, 
behaviour, vital signs, tissue histology, complete blood counts and 
serum chemistries at 1 day, 1 week and 1 month post-injection 
(Supplementary Fig. 10; Supplementary Methods). We also studied 
the kinetics of MP clearance from the blood (Supplementary Fig. 11;  
Supplementary Methods) and their biodistribution. Other than a 
transient decrease in neutrophil count at 24 h, which rebounded 
by 1 week, all other parameters were within normal reference 
ranges or showed relatively minor changes compared with saline-
injected controls (Supplementary Tables 2, 3). Histology on a wide 
range of organs and tissues showed no architectural, inflamma-
tory or immune changes, although particles consistent with MPs 
could be visualized on histological sections of liver, spleen and 
lung (Supplementary Figs. 12 and 13; Supplementary Methods). 
Importantly, the mice did not exhibit physical or biochemical signs 
of iron overload. The blood half-life of the MPs was ~2.8 min, 
such that ~97% would be cleared from the blood within 15 min 
(Supplementary Fig. 14; Supplementary Methods). Biodistribution 
studies showed that MPs were taken up predominantly by the liver 
and spleen and, to a lesser extent, the lung (Supplementary Fig. 15; 
Supplementary Methods), consistent with past studies of iron oxide 
and other metal nanoparticles39–42. No significant clearance of MPs 
was seen from these organs over a 1-month period, although iron 
oxide nanoparticles are known to be eventually metabolized by the 
liver and the iron incorporated into haemoglobin.

discussion
We developed a flexible magnetic wire for the large-scale in vivo 
enrichment and retrieval of CTCs. The MagWIRE system, designed 
to dramatically increase CTC harvest by sampling the entire blood 
volume of several litres, contrasts with existing in vitro CTC isolation 
technologies that have a capture efficiency of 90–95% but can only 
sample a few millilitres of blood14,43,44. As a result, even an 8% cell 
capture rate, the maximum achieved in this study in vivo, provides 
the equivalent of 80 tubes of blood (equation (1)) and a 5,000-fold 
improvement over in vivo techniques that utilize passive immuno-
capture. This level of enrichment could enable earlier detection of 
tumour recurrence, thus permitting earlier intervention, and pro-
vide a large CTC sample to comprehensively analyse tumours for 
drug-resistance mutations and for culture and drug-susceptibility 
testing, thus permitting earlier substitution of ineffective therapies 
with effective ones. The magnetic strength of MagWIRE capture 
does not result in dramatic transcriptomic alterations, with correla-
tion coefficients between captured and unperturbed cells similar to 
those of established cell capture methods (> 0.98)44.

In addition, we demonstrated rapid (< 10 s) in vivo MP label-
ling and capture of cells on a single pass. In so doing, we circum-
vented hurdles posed by the relatively short circulation half-life of 
MPs with diameters large enough for practical magnetic capture  
(> 100 nm). Instant capture of a large fraction of MPs offers the 
added advantage of minimizing systemic exposure. However, even 
the entire MP dose of 120 mg proposed herein is well below the stan-
dard 510 mg intravenous dose of Feraheme (Supplementary Notes), 
the iron oxide nanoparticle drug used clinically to treat anaemia. 
Pilot toxicity studies of these larger MPs in mice did not show gross 
evidence of acute or chronic toxicity over 1 month, either physi-
ologically or biochemically, apart from a transient neutropaenia. 
A more extended study is ongoing to follow mice at 6 months and 
1 year post-injection. In addition, work is ongoing in our laboratory 
to develop MPs consisting of nanoparticle clusters that can disag-
gregate over time, allowing for faster breakdown and clearance. The 
MagWIRE itself will also require additional biocompatibility test-
ing for regulatory approval; however, it is completely ensheathed in 

polytetrafluoroethylene (PTFE), which is regularly used in medical 
implants. Further improvements to the device will include coating 
the MagWIRE with heparin to obviate the use of systemic antico-
agulants during the procedure. Moreover, we are currently assess-
ing the feasibility, both computationally (Supplementary Fig. 16; 
Supplementary Notes) and experimentally, of capturing smaller 
MPs (~100 nm) and testing polyethylene glycol coatings of various 
densities to improve MP circulation time in the continuous circula-
tion approach.

Existing magnetic-based technologies for in vivo applications 
primarily focus on targeting exogenous agents for therapy or imag-
ing, whereas our technology is designed to enrich and retrieve 
endogenous biomarkers for ex vivo analysis. Moreover, existing 
technologies cannot easily be repurposed for our application. For 
example, targeting strategies that rely solely on an external magnetic 
field source produce weak gradients, which efficiently attract MPs 
in slow capillary flows45 but not in larger blood vessels in which 
velocities are 1–2 orders of magnitude faster, a prerequisite for 
high-throughput enrichment. Coupling an external source with a 
magnetizable stent can generate high gradients, but these gradients 
are localized too close to the stent walls to attract MPs in the vessel 
centre, especially in fast flow, and stents are difficult to retrieve23,24.

Our device has several advantages in this regard. First, the 
MagWIRE is completely self-contained and does not require a 
bulky external magnetic field source. Second, critical to high cap-
ture efficiency, the unique configuration of alternating-polarity 
magnetic units maintains strong magnetic field gradients along the 
entire wire and at a radial distance of ~1 mm, thereby attracting 
MPs and cells throughout the entire vein diameter—not possible 
with the Gilupi CellCollector—at a range of physiological veloci-
ties (1–10 cm s–1). As a result, the MagWIRE achieves over three 
log-orders improvement in capture efficiency compared with the 
CellCollector. This is not surprising given that in a passive capture 
system, CTCs must come close to antibodies on the wire in order 
to bind, whereas in the MagWIRE, CTCs are magnetically drawn 
to the wire. Third, its flexibility and dimensions resemble those of 
an interventional guidewire commonly used in medical procedures, 
facilitating insertion and retrieval from the body through a stan-
dard intravenous catheter or existing chemotherapy port without 
occluding or traumatizing the vessel. Finally, the MagWIRE can be 
elongated as needed to improve capture in vessels with faster flows.

Considering the molecular heterogeneity of CTCs and the diver-
sity of potential surface marker targets other than EpCAM, using 
an expanded antibody cocktail repertoire could facilitate the cap-
ture of a larger variety of circulating cancer-associated cells, as well 
as enable a patient-tailored approach for recurrence monitoring. 
Moreover, our technology is not limited to CTC enrichment; it 
can be generalized for enriching other rare cells and biomarkers. 
For example, MPs functionalized with antibodies or nucleic acid 
sequences can target circulating tumour DNA, microRNA, protein 
biomarkers or exosomes, and combinations of MPs could even allow 
multiplexed biomarker enrichment. Some of these smaller targets 
have a longer half-life than CTCs and can potentially be enriched 
with higher efficiency in the continuous circulation approach, while 
the single-pass approach can be used to gather additional proteomic 
and drug susceptibility information from short-lived CTCs and cir-
culating tumour microemboli. Capture of circulating cell-free DNA 
from large blood volumes using the MagWIRE could provide far 
more genomic equivalents of DNA for blood-based detection of low 
allele-frequency mutations, enabling earlier cancer detection.

We recognize that a diagnostic test that uses wire insertion and 
a bolus of MPs is more invasive than a routine blood test, a fact 
that could potentially impede eventual clinical implementation. 
Additional preclinical and clinical studies will therefore be needed 
to determine whether the benefits of capturing more CTCs jus-
tify the risks and expense of a more invasive test. This in turn will 

NATurE BIOMEdICAL ENGINEErING | www.nature.com/natbiomedeng

http://www.nature.com/natbiomedeng


Articles Nature Biomedical eNgiNeeriNg

depend on whether the additional information provided by a larger 
CTC sample can better inform treatment and thereby improve 
progression-free survival and overall survival. An ideal initial test 
population would be patients with a cancer that is in remission but 
is at high risk of recurrence. Also, considering the MagWIRE’s high 
MP and CTC capture rates in our in vitro system, a relatively less 
invasive approach could be to incorporate the MagWIRE system 
within an extracorporeal circuit. The MagWIRE’s length could be 
increased as needed to ensure that all MPs are captured within the 
extracorporeal circuit and none enter the systemic circulation as 
blood re-enters the body. The advantage of this method over diag-
nostic leukapheresis, an existing extracorporeal technique, is that 
cell selection and collection could be performed in a single step 
within the extracorporeal circuit rather than being processed sepa-
rately. Apart from clinical applications, the MagWIRE could also 
have applications in preclinical cancer models (for example, of pan-
creatic and lung cancers in genetically engineered KrasG12D and 
Trp53 mutants), in which serial sampling can be performed to bet-
ter understand the dynamics of CTC generation and survival.

Finally, most biomarker capture strategies face biological con-
straints regarding efficiency—for example, the potential cloaking 
of CTCs by platelets and clotting factors in circulation—and we 
emphasize that while our strategy can advance the current state 
of the art in cell and biomarker isolation in vivo, these biological 
limitations must be adequately addressed to realize the full clinical 
potential of the technology and of circulating biomarkers in general. 
Future studies will test the MagWIRE in a large-animal induced 
tumour model, pursue in vivo capture of rare circulating tumour 
DNA, and explore alternate magnetic geometries for more efficient 
and higher throughput biomarker capture.

Methods
Study design. The objective of this study was to design and implement a magnetic 
device capable of high-throughput in vivo enrichment of rare tumour biomarkers, 
in this case CTCs, from the entire blood volume in a simple and minimally 
invasive fashion. We conducted controlled laboratory experiments to assess the 
MagWIRE’s capture efficiency for cancer cells labelled with MPs in flow within 
closed-loop and single-pass flow systems under physiological conditions, and then 
tested the MagWIRE concept in vivo in a porcine auricular vein. Quantification 
was performed by qPCR on genomic DNA from captured cells and comparison 
with standards of known cell amounts. Each experimental condition was tested 
using three different cell concentrations run in duplicate. These data were 
then aggregated (n =  6 per experimental condition) in assessing the statistical 
significance of differences between experimental conditions.

MagWIRE construction. Cylindrical N50-grade neodymium iron boron 
(NdFeB) magnets measuring 0.75 mm in diameter by 1 mm in length, magnetized 
across the diameter (Supermagnetman) were inserted into PTFE tubing with an 
inner diameter of 0.81 mm and wall thickness of 38.1 µ m (Zeus). Stainless steel 
guidewires of similar diameter (Cook Medical) were inserted into PTFE tubing for 
use as non-magnetic control wires.

MagWIRE simulation. Numerical simulations of magnetic fields and particle 
capture were performed using a finite element-based simulation package 
(COMSOL Multiphysics 5.2, COMSOL). Calculations were performed assuming 
a remnant field strength Br =  1.4 T for NdFeB magnets, MP mass susceptibility 
of 81 ×  10–5 m3 kg–1, and maximum volumetric relative permeability of particles 
approximately equal to 2.38. The magnetic properties of Dynabeads have been 
characterized previously46. A more detailed description of the computational 
modelling and relevant parameters are provided in the Supplemental Notes.

MP immunolabelling. One millilitre of 10 mg ml–1 Dynabeads MyOne 
Streptavidin T1 superparamagnetic beads (ThermoFisher Scientific) was 
washed 3 times with 1×  PBS, pH 7.4 (ThermoFisher Scientific) using a magnetic 
separation rack (System Biosciences). PBS was removed and 400 µ l of (0.5 mg ml–1) 
biotinylated anti-human CD326 (anti-EpCAM) antibody Clone 9C4 (Biolegend) 
was added to the beads and mixed thoroughly. The reaction was incubated for 
30 min at room temperature on a rotator. The antibody-coated beads were washed 
with 0.1% bovine serum albumin (BSA)/PBS solution (EMD Millipore) 5 times, 
resuspended in 1 ml of 0.1% BSA/PBS and then stored at 4 °C.

Cell culture. Human H1650 NSCLC cells (ATCC) were cultured in T-75 flasks in 
the presence of RPMI medium supplemented with 10% fetal bovine serum (FBS), 

5 mM sodium pyruvate, and penicillin–streptomycin. Human PCS-201 fibroblasts 
cells (ATCC) were cultured in DMEM medium supplemented with 10% FBS and 
penicillin–streptomycin. Cells were trypsinized when they reached 80% confluence 
by incubating with TrypLE Express Enzyme (ThermoFisher Scientific) for 10 min 
at 37 °C. Cells were diluted fivefold with media and centrifuged at 125 ×  g for 
10 min. The cell pellet was resuspended in medium and viable cells were quantified 
by mixing 20 µ l of cells 1:1 with Trypan Blue solution (ThermoFisher Scientific) 
and counting using a Nexcelcom Cellometer Auto T4. Cell lines were verified free 
of mycoplasma contamination (MycoAlert Mycoplasma Detection Kit).

In vitro experiments. A peristaltic pump (Cole-Parmer) and C-Flex tubing 
(Cole-Parmer) with an inner diameter of 2.38 mm were used for the closed-loop 
circulation studies. The inlet tubing was 30 cm in length and the outlet tubing was 
15 cm in length. A 16-gauge catheter (Safelet Cath, Nipro Medical) was introduced 
into the inlet tubing 10 cm from the pump for insertion of the MagWIRE and 
capped with a plug. The tubing was blocked by circulating 1% BSA/PBS for 
15 min to minimize nonspecific adhesion to the tubing wall. Experiments were 
conducted by spiking a known amount of cells into a 15 ml Falcon tube reservoir 
containing 5 ml of buffer or whole human blood at 37 °C, and circulating at a speed 
of 2 cm s–1 (5.2 ml min–1). Larger volumes were used in experiments with low cell 
concentrations to facilitate detection by qPCR. Cell stocks and standards were 
prepared by serial dilution with RPMI medium. Human blood was stored for < 24 h 
at 4 °C in ethylenediaminetetraacetic acid (EDTA)-capped tubes.

In the continuous flow experiments, beads and cells were allowed to circulate 
past the MagWIRE for 10 min or ~10 cycles. Prelabelled cells were obtained 
by incubating H1650 cells at a concentration of 100,000 cells ml–1 with anti-
EpCAM Dynabeads at a concentration of 1 mg ml–1 for 30 min on a rotator. 
Postlabelled experiments were conducted by first introducing unlabelled cells 
through the closed-loop system and afterwards spiking in 1 mg of anti-EpCAM 
Dynabeads. The beads and cells were allowed to circulate together for 10 min 
before introducing the MagWIRE. In the Gilupi CellCollector experiments, the 
CellCollector was carefully inserted through the catheter in place of the MagWIRE, 
and blood or buffer containing fluorescently labelled (CellTracker Orange) cells 
at a concentration of 100,000 cells ml–1 was circulated for 30 min (this was the 
recommended cell concentration and incubation time in the company’s protocol). 
The CellCollector was then removed and gently immersed in PBS before being 
visualized under a microscope for counting of bound cells.

In the single-pass flow experiments, the inlet and outlet reservoirs were 
separated such that beads and cells were only allowed to pass by the MagWIRE 
once. Prelabelled cells were generated in the same manner as described above. 
Postlabelled experiments were conducted by infusing 100 µ l of 10 mg ml–1 anti-
EpCAM Dynabeads (1 mg total) into the closed-loop system as cells flowed by. A 
syringe pump (Pump Systems) was used to set the bead infusion rate to 85 µ l min–1, 
and the beads were infused 15 cm upstream of the beginning of the functional end 
of the MagWIRE.

After the experiments, the MagWIRE was removed from the catheter, and the 
magnets were pushed out of the end of the tubing using a thin stainless steel rod. 
The tubing was either placed into a 1.5 ml Eppendorf tube for DNA extraction  
or a 15 ml Falcon tube for elution for cell culture. All experiments were performed  
in duplicate.

Genomic DNA extraction. Genomic DNA was extracted from captured cells using 
a Purelink Genomic DNA Mini Kit (ThermoFisher Scientific). Briefly, PBS (200 µ l),  
proteinase K (20 µ l) and RNase A (20 µ l) were added to the tube containing the 
MagWIRE sheath. The tube was briefly vortexed before and after addition of 
Genomic Lysis/Binding Buffer to elute all of the cells off the tubing. After adding 
100% ethanol, the tubes were placed onto a magnetic separation rack to separate 
free beads from the solution containing the genomic DNA. The solution was 
added to the genomic DNA isolation columns and processed according to the 
manufacturer’s protocol. Genomic DNA was eluted with 25 or 50 µ l of elution buffer. 
For each batch of cells used, genomic DNA was extracted from standards of known 
cell amounts for quantification of capture efficiency by qPCR with the same probe.

qPCR. qPCR reactions (20 µ l) contained 1×  SsoAdvanced Universal Probes 
Supermix (Bio-Rad), probe (1 µ l), genomic DNA (5–8 µ l) and diethylpyrocarbonate 
(DEPC)-treated water (Invitrogen). H1650 DNA was targeted with an Δ E746-A750 
mutation detection probe with FAM fluorophore (Bio-Rad), and PCS-201 DNA 
was targeted with a GAPDH-specific probe with FAM fluorophore (Bio-Rad). 
Assays were performed using a CFX96 Real-Time System C1000 Touch Thermal 
Cycler (Bio-Rad) using the following protocol: 95 °C for 3 min; followed by 60 
cycles of 95 °C for 15 s and 59 °C for 30 s. Technical replicates for all samples 
were performed in duplicate or triplicate. Negative controls were performed with 
Elution Buffer instead of genomic DNA. The cycle threshold was a single threshold 
determined automatically by the software, and the baseline was curve fit subtracted. 
All Ct (threshold cycle) values fell within the linear quantifiable range of the assay.

Cell viability. H1650 cells isolated from postlabelled continuous flow experiments 
in whole blood were eluted in 10 ml of RPMI medium and concentrated to a 
volume of 500 µ l. The cell concentration was quantified by haemocytometry. 
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Unlabelled ‘parent’ cells from the same initial stock and captured cells were both 
plated in triplicate for each of three time points at densities of 10,000 cells per  
well. Cells were allowed to grow in RPMI medium for 24 h, at which point the 
wells were washed with PBS. For each time point (24, 72 and 120 h), medium was 
removed from the appropriate wells and replaced with 100 µ l of medium and 10 µ l  
of WST-1 reagent (Roche). The plate was incubated at 37 °C for 30 min before 
spectrophotometric reading at 440 nm (Synergy 4, BioTek).

Fluorescence microscopy. H1650 were labelled with CellTracker Orange CMRA 
(Thermofisher Scientific; excitation/emission 548/576 nm) by incubating cells in 
medium with a 1:1,000 dilution of the dye for 30 min at 37 °C. The fluorescently 
labelled cells were used in a continuous flow, postlabelled experiment in buffer 
at a concentration of 100,000 cells ml–1. After retrieval, the entire MagWIRE 
was placed in a 10-cm dish of medium and imaged on an EVOS imaging system 
(ThermoFisher Scientific) with an RFP filter. The MagWIRE was then imaged in 
an IVIS imaging system (Xenogen) with a DsRed filter at 10 s exposure.

Porcine auricular vein model. All animal work in mice and pigs was conducted 
in accordance with NIH guidelines and approved by the Administrative Panel 
on Laboratory Animal Care at Stanford University, under Protocol #31063. One 
male and one female juvenile Yorkshire swine weighing 115–140 kg were obtained 
from Pork Power Farms. We chose animals with an auricular vein that was large 
enough to accommodate an 18-gauge catheter. Swine were fasted overnight before 
surgery and sedated with intramuscular injections of tiletamine and zolazepam 
(Telazol, Lederele Parenteral) at 6 mg kg–1. General anaesthesia was induced with 
isofluorane (2–3%). After endotracheal intubation, the pigs were maintained 
on 2–3% isoflurane in oxygen with mechanical ventilation (Omnivent, Allied 
Health Care Partners). Animals were positioned in lateral recumbency and skin 
preparation of the ear was performed with 70% isopropyl alcohol. The auricular 
vein was catheterized proximally with one 18-gauge catheter and distally with 
two 22-gauge catheters (Safelet Cath, Nipro Medical). The catheters were flushed 
with 1 ml of 10 U ml–1 heparin sodium injection, 1,000 USP units per ml saline 
(SAGENT Pharmaceuticals) and 1 ml of 30 mg ml–1 papaverine (American Regent) 
before each injection. Venous and arterial catheters were placed percutaneously for 
drug and fluid administration and blood pressure monitoring. For cardiovascular 
support, Lactated Ringer’s solution (Abbott Laboratories) was administered 
intravenously at approximately 10 ml per kg per h throughout anaesthesia. Clamps 
were applied on either side of the auricular vein to reduce collateral flows. H1650 
cells (1 ml) at concentrations ranging from 2,500 to 10,000 cells ml–1 and 1 ml of 
2 mg ml–1 Dynabeads were manually injected through 22-gauge catheters over the 
course of 1 min. Heparin saline (1 ml) was flushed through the same catheters over 
1 min, and the MagWIRE was removed from the ear and processed as described 
above. At the end of the study, animals were euthanized by an intravenous bolus of 
potassium chloride (74.5–149 mg kg–1 while under deep anaesthesia).

Statistics and reproducibility. For each experimental condition and concentration, 
experiments were run in technical duplicate or triplicate with qPCR, and then 
repeated independently for n =  2 biological replicates. Data were then averaged 
across experiments, with cell concentrations of 10, 100 and 1,000 cells ml–1 (n =  6 
data points per experiment) to compare overall capture performance under different 
conditions. Experimental data are represented as mean ±  standard error (s.e.m.). For 
hypothesis testing, P values were calculated using a two-sided non-parametric test 
(Mann–Whitney U test). P <  0.05 was considered statistically significant.

Reporting Summary. Further information on experimental design is available in 
the Nature Research Reporting Summary linked to this article.

Data availability. The authors declare that all the data supporting the findings 
of this study are available within the paper and its Supplementary Information. 
Source data for the figures in this study are available in figshare with the identifier 
doi: https://doi.org/10.6084/m9.figshare.6272414 (ref. 47). 
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Methodology
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Software FlowJo Version 10.2
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